Thermoluminescence dosimetry in clinical radiation dose measurements.
A simple method using thermoluminescent dosimeters (TLD) to measure the doses where large shaped fields are used as mantle, breast and chest wall will be described. Measurements of doses in the gastrointestinal tract while treating nasopharynx, postcricoid and upper third of esophagus as well as in the rectum while treating cervix with intracavitary radium will be also discussed.